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Abstract Vertebroplasty and kyphoplasty are well-
established minimally invasive treatment options for
compression fractures of osteoporotic vertebral bodies.
Possible procedural disadvantages, however, include
incomplete fracture reduction or a signiﬁcant loss of
reduction after balloon tamp deﬂation, prior to cement
injection. A new procedure called ‘‘vertebral body stent-
ing’’ (VBS) was tested in vitro and compared to kypho-
plasty. VBS uses a specially designed catheter-mounted stent
which can be implanted and expanded inside the vertebral
body. As much as 24 fresh frozen human cadaveric ver-
tebral bodies (T11-L5) were utilized. After creating typical
compression fractures, the vertebral bodies were reduced
by kyphoplasty (n = 1 2 )o rb yV B S( n = 12) and then
stabilized with PMMA bone cement. Each step of the
procedure was performed under ﬂuoroscopic control and
analysed quantitatively. Finally, static and dynamic bio-
mechanical tests were performed. A complete initial
reduction of the fractured vertebral body height was
achieved by both systems. There was a signiﬁcant loss of
reduction after balloon deﬂation in kyphoplasty compared
to VBS, and a signiﬁcant total height gain by VBS
(mean ± SD in %, p\0.05, demonstrated by: anterior
height loss after deﬂation in relation to preoperative height
[kyphoplasty: 11.7 ± 6.2; VBS: 3.7 ± 3.8], and total
anterior height gain [kyphoplasty: 8.0 ± 9.4; VBS:
13.3 ± 7.6]). Biomechanical tests showed no signiﬁcant
stiffness and failure load differences between systems.
VBS is an innovative technique which allows for the
possibly complete reduction of vertebral compression
fractures and helps maintain the restored height by means
of a stent. The height loss after balloon deﬂation is sig-
niﬁcantly decreased by using VBS compared to kypho-
plasty, thus offering a new promising option for vertebral
augmentation.
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Introduction
When the elderly complain about suddenly occurring non-
traumatic back pain, they are frequently suffering from a
compression fracture of an osteoporotic vertebral body [7,
14]. Minimally invasive procedures, such as vertebroplasty
and kyphoplasty, are well-established for the treatment of
vertebral compression fractures. However, procedural dis-
advantages of these surgical techniques are incomplete
fracture reduction or a signiﬁcant loss of the restored height
after balloon deﬂation prior to cement injection, respec-
tively. In order to avoid loss of height after balloon
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structure similar to vascular stents was developed [5],
resulting in vertebral body stenting (VBS), utilizing a
specially designed catheter-mounted stent which can be
implanted extra- or transpedicularly and expanded with the
use of an inﬂatable balloon inside the vertebral body.
The original treatment for osteoporotic compression
fractures was vertebroplasty, the injection of polymethyl-
methacrylate (PMMA) bone cement into the compressed
vertebral body, thus relieving pain caused by loss of height
without restoring it [6].
Balloon kyphoplasty (BKP) was the next step in the
technological evolution of treatment alternatives and is
now widely used for vertebral fractures [10, 17]. It has
not, however, been possible to achieve the spinal re-
alignment that was originally expected, as the initial
reduction achieved with the balloon tamp is largely lost
after deﬂation [4, 23]. The loss of vertebral height fol-
lowing fracture reduction with the balloon tamp and its
subsequent removal prior to ﬁlling the created cavity with
bone cement, is a problem that has thus far not been
resolved. In order to avoid this loss of height, a newer
alternative has been developed, based on the principles of
balloon kyphoplasty and vascular stenting. Using VBS,
the stent remains within the newly created vertebral
cavity so the balloon can be removed after deﬂation while
preventing the vertebral body from collapsing, so that, in
an ideal scenario, a virtually physiological vertebral body
height and shape can be restored and preserved. The
cavity is then ﬁlled with PMMA bone cement [9]. The
primary beneﬁt of cement augmentation for osteoporotic
vertebral fractures is the nearly immediate pain relief in
over 80% of cases, whereby patients can be quickly and
easily mobilized [1, 17].
Biomechanical and clinical data show that hyperkyphotic
posture leads to an increased fracture risk in the adjacent
healthy vertebral levels [11, 16]. This appears to be
particularly relevant in a growing group of patients in
whom vertebral fractures of several levels have been
observed within a short period of time, leading to a rapidly
progressing kyphosis [13]. This postural deterioration
could eventually be stopped by restoring the height of
fractured vertebrae and cementing several adjacent levels
as a preventive measure [9]. As mentioned above, there is
currently no effective technology that allows for the ver-
tebral deformity to be fully corrected. The newly devel-
oped stenting method presented here allows the surgeon to
apply the original conceptual goal of BKP while mini-
mizing the mechanical effect of balloon deﬂation by intra-
operative scaffolding means.
It was the aim of our study to examine the biome-
chanical in vitro behaviour of VBS compared to BKP in
vertebral compression fractures.
Materials and methods
Specimens and experimental groups
Four intact fresh human cadaveric spines (T11-L5) were
used in this study. Three of the donors were female and one
was male. The average age of the donors was 62.3 years
(55–65 years).Thespecimenshadbeenstored at-20C.To
prepare for biomechanical testing, they were sealed in a
double plastic bag and thawed in a water bath at 25C for
over 8 h. Each specimen was radiographically screened to
exclude abnormalities that might compromise the mechan-
ical properties of the spine (standard lumbar spine X-ray,
100 cm focus-ﬁlm distance, 47 kV, 4 mAs). Bone mineral
density (BMD) was determined in the postero-anterior and
lateral projections on each vertebra, using Dual Energy
X-ray Absorptiometry (DEXA) (Lunar Prodigy Primo,
General Electrics, Chalfont St. Giles, Great Britain). Oste-
oporosis was deﬁned according to World Health Organi-
zation (WHO) criteria—BMD of more than 2.5 standard
deviations below the mean of a young healthy reference
population of the same gender (‘‘T-score’’) [15]. Overall, 12
pairs of adjacent vertebrae were tested and divided into two
groups. The cranial vertebra of each pair was augmented by
VBS, the caudal vertebra by BKP as control.
The VBS system consists of a balloon-expandable metal
stent mounted on a balloon-catheter, of which two each are
inserted bilaterally into the vertebral body and simulta-
neously inﬂated with contrast-saline solution, under pres-
sures up to 30 atm, to symmetrically expand both stents.
The stent implants consist of a strong and ductile cobalt–
chromium alloy that is extensively used in coronary and
peripheral artery stenting. The unexpanded stent (Ø
4.2 mm) comes along pre-crimped on the balloon, and is
gradually expanded to its ﬁnal large-diameter conﬁgura-
tion, thanks to its laser-cut mesh pattern where individual
1/4 9 1/2 mm thick struts keep spreading apart until
fracture reduction is satisfying and/or the maximum
diameter of 17 mm is reached. After the balloon-assisted
stent expansion is sufﬁcient and/or complete, the balloons
are deﬂated and retrieved, leaving both stents behind to
keep the restored height, and PMMA cement is injected
into the cavities supported by the stent mesh structures to
produce stent-reinforced cement implant within the treated
vertebral body.
Fracture generation and instrumentation
The vertebrae were isolated and all soft tissues were
removed. Thereafter, vertebral heights were measured at
the right and left anterior, central and posterior locations of
the vertebral body (values were averaged for each posi-
tion). Measurements were made using a digital caliper
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were embedded into radiolucent PMMA (Beracryl; Troller
Kunststoffe, Fulenbach, Switzerland). Vertebral compres-
sion fractures were performed using a universal material
testing machine (MTS; Eden Prairie, MN, USA; 15 kN
load cell, measurement error: 0.03%). Load was transferred
by the pivot-mounted pressure plate on the superior ver-
tebral endplate to allow a wedge compression of the
anterior wall (Fig. 1). The vertebra was compressed with a
2 mm/min load application velocity and the load–dis-
placement diagrams were recorded with a sampling rate of
5 Hz. The compression was continued under visual control
(using digital caliper) until a compression of the anterior
vertebral edge of more than 40% was reached, which
corresponds to a wedge compression fracture classiﬁed
according to Genant grade 3.
After generating vertebral compression fractures, the
speciﬁc working cannulae of both systems were placed
bipedicularly according to manufacturers‘ speciﬁcations
under the ﬂuoroscopic imaging guidance of a C-arm
(Ziehm Vario 3D, Ziehm imaging, Nu ¨rnberg, Germany).
After correct placement of working cannulae, the vertebrae
were mounted into a custom made test device performing
reduction tests under a constant axial preload of 110 N.
Either VBS (Ø 17 mm [diameter] 9 15 mm [length],
Synthes GmbH, Solothurn, Switzerland) or a kyphoplasty
inﬂatable bone tamp/balloon (KyphX Xpander
 15/3;
Kyphon Europe, Wezembeek-Oppem, Belgium) was
inserted simultaneously on both sides and expanded by two
surgeons simultaneously with contrast-saline solution. The
re-alignment was continued until the vertebral body height
was restored. The vertical displacement of the centre of the
upper end plate was recorded digitally as well as by a
precision dial gauge. The maximum required inﬂation
pressure and volumes were recorded.
After height restoration, the balloons were slowly
deﬂated and removed. PMMA cement (Vertecem, Synthes)
corresponding to the combined volume of the inﬂated
balloons was inserted bilaterally, using working cannulae
by Synthes or Kyphon to guarantee manufacturers’ rec-
ommendations, respectively. Cement viscosity was mea-
sured a viscometer (Viscosafe, Synthes) before and during
injection. Each step was performed under ﬂuoroscopic
control. Lateral ﬂuoroscopic views were taken to determine
the deformity corrections at the following time points: (1)
after fracture generation and before reduction, (2) after
maximum balloon inﬂation (VBS, Kyphon), (3) after bal-
loon deﬂation and withdrawal, and (4) after injection and
hardening of the cement. During the procedure the focus-
ﬁlm distance was kept constant. To minimize possible
magniﬁcation effects and interradiographic precision errors
a deﬁned standard (20 mm ball mounted at the test device)
was visible in all radiographs. Anterior vertebral body
height and kyphotic angle were analysed from these
radiographs using a special software (Media Viewer 1.0;
Ziehm Imaging, Nuernberg, Germany). Anterior vertebral
height of the vertebra was deﬁned as the distance between
identical points on the superior and inferior endplates at the
anterior location. The vertebral body kyphotic angle was
deﬁned by lines taken from the superior endplate of the
vertebra to the inferior. Two surgeons performed these
measurements. To guarantee intra- and inter-observer
reproducibility of these measurements they were tripli-
cated, and the mean value was calculated.
Following augmentation, all vertebrae were wet packed
and stored at 25C for 24 h. Specimens were then re-
evaluated by CT for qualitative analysis of material dis-
tribution inside the vertebrae.
Mechanical testing
Two different biomechanical tests were performed by the
material testing machine (MTS). The augmented vertebrae
were loaded by cyclic sinusoidal dynamic compression to
simulate behaviour of the candidate materials in the ver-
tebra under respective loading conditions. For this purpose,
10,000 cycles were performed between 200 N and 2,000 N
with a frequency of 1 Hz. The fatigue tests were aborted if
a central height loss of 5 mm was recorded or if damage to
the vertebral body occurred. Applied force and resulting
displacement were recorded simultaneously. From these
curves the plastic deformation was measured. Plastic
deformation was determined as the difference between
vertebral height at the beginning of the test and after the
last cycle. Hysteresis corresponded to the ability of the
single vertebra to absorb energy during one cycle and was
Fig. 1 Illustration of vertebra during fracture test in the material
testing machine. The vertebral body, caudally embedded in PMMA, is
placed in the holding device. Load is transferred by the pivot and the
pressure plate on the upper vertebral body end plate. The holding
device and the pivot are held by the hydraulic clamps of the material
testing machine
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ation curves. Finally, all specimens were axially loaded in a
displacement-controlled mode at a rate of 2 mm/min until
macroscopic failure of the vertebra occurred. Failure load
and stiffness were measured and determined as follows: the
failure load was deﬁned manually at the ﬁrst signiﬁcant
decrease of slope of the load displacement diagram. Ver-
tebral stiffness was calculated from the ﬁrst approximately
linear range of the load displacement diagram and the slope
of the corresponding regression line. All results were
analysed separately and compared to each other.
Statistical analysis
All data were expressed as means ± SD. After proving the
assumption of normality and equal variance across groups,
differences between groups were assessed using ANOVA
followed by the appropriate post hoc comparison test.
Statistical signiﬁcance was set at p\0.05. Statistics were
performed using the software package SigmaStat (Jandel
Corporation, San Rafael, CA, USA).
Results
Two spines were classiﬁed as osteoporotic, according to
the WHO deﬁnition; one spine was classiﬁed as osteopenic.
Only spine number 4 presented normal bone density val-
ues. After distribution of the vertebrae into the two groups,
no signiﬁcant difference was seen between BMD of the
examined groups (p = 0.978) (Table 1).
Results of fracture generation
It was possible to generate a wedge compression fracture in
all four specimens. The resulting vertebral stiffness
(p = 0.743) and failure load (p = 0.703) values of the
adjacent vertebrae were approximately equal and showed
no signiﬁcant differences (Table 1).
Results of instrumentation
Approach and placement of the bone tamps or stents in all
vertebrae were carried out according to manufacturers’
speciﬁcations. After augmentation the distribution of the
cement in BKP and the VBS stent–cement composite in the
vertebra was demonstrated by CT. Two material blocks
were documented near to the sagittal line in the centre of
the vertebra by both systems. Only a small amount of
material was found below the end plates, as well as in the
anterior quarter of the vertebral body. There was no dif-
ference in leakage in BKP compared to VBS (Fig. 2).
A complete reduction of vertebral body height was
achieved with both systems while maintaining full balloon
inﬂation, respectively. However, there was a signiﬁcant
loss of reduction after balloon deﬂation in BKP compared
to VBS, and a signiﬁcant total height gain by VBS
(Fig. 3a). Anterior height loss after deﬂation in relation to
preoperative height was signiﬁcantly (p = 0.003) higher
(12%) in BKP compared to VBS (4%). More relevant was
the relation of anterior height loss after deﬂation to re-
alignment height. Overall, there was a height loss of 58%
seen in BKP. VBS showed a signiﬁcantly lower height loss
of 21% (p\0.001). Correspondingly, there was a signiﬁ-
cant increase in total anterior height gain by VBS (13%)
compared to BKP (8%) (p = 0.007) (Table 2). The mean
changes of the kyphotic angles corresponded to the above-
mentioned results (Fig. 3b) (Table 2). Representative X-
ray images highlight the recent changes in height before
and after deﬂation of the bone tamp in Fig. 4.
Results of post-operative static and dynamic tests
Post-operatively, there was a decrease in stiffness
(p = 0.020) and an increase in failure load by BKP and
VBS. The ratios of post-operative BKP and VBS stiffness
and failure load to pre-operative stiffness and failure load
displayed in percent are presented in Fig. 5 and Table 1.
There was a signiﬁcantly increased failure load
(p = 0.044) in the augmented vertebra in comparison to
the unmodiﬁed corresponding vertebra. These data show a
tendency towards increased failure load for the VBS sys-
tem (182%) compared to BKP (164%). However, there
were no signiﬁcant differences between the groups (stiff-
ness p = 0.862; failure load p = 0.592).
After 10,000 cycles of axial compression, no signiﬁcant
difference was found between the groups in the subsidence
behaviour (plastic deformation) of the vertebrae. In


























BKP 3,246 ± 1,546 5,092 ± 2,543 2,075 ± 618 1,606 ± 296 84 ± 32 164 ± 43 3.3 ± 1.0 3.4 ± 1.0 0.580 ± 0.179
VBS 2,864 ± 1,496 4,702 ± 2,244 2,230 ± 815 1,490 ± 344 79 ± 44 182 ± 56 3.6 ± 0.5 3.3 ± 0.6 0.582 ± 0.195
Data are given as mean ± SD
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were characterized by an initial non-linear decrease of
vertebral height loss followed by a phase of lower vertebral
height loss. The hysteresis of the augmented vertebrae by
BKP or VBS was not signiﬁcantly different.
Discussion
Vertebroplasty and kyphoplasty are effective techniques
for the relief of back pain in patients with osteoporotic
compression fractures. Both procedures have the ability to
reduce the kyphotic angle and restore vertebral height.
Studies have demonstrated the ability of vertebroplasty to
restore vertebral height to a certain degree [3, 18, 21].
Nevertheless, vertebroplasty has no intrinsic mechanical
method to restore vertebral height but relies on patient
positioning or the use of bolsters in the OR to induce lor-
dosis. Kyphoplasty is able to restore vertebral height by
means of a balloon tamp. However, clinically, 34% of
kyphoplasties do not result in an appreciable reduction in
kyphotic angle or restoration of height [22]. One reason for
inadequate height preservation in kyphoplasty is the loss of
vertebral body height after balloon tamp deﬂation, prior to
cement augmentation [4, 23]. Despite positioning the
patient in a lordotic position (prone position with a concave
curvature of the spine), compression forces of approxi-
mately 110 N are still exerted on the vertebrae and may
contribute to the collapse of the created cavity [20, 24].
The current study aims provide information about height
restoration and static behaviour of vertebral compression
Fig. 2 Representative axial and
coronal CT images following










































































Fig. 3 Values of the relative height changes in percent (a) and
angular changes in degree (b) under a constant preload of 110 N by
VBS (ﬁlled squares) compared with BKP (open squares)( i) during
complete reduction, (ii) after balloon deﬂation and (iii) resulting
height gain/angular change after completion of reduction. Values are
given as mean ± SD; ANOVA, post hoc comparison; *p\0.05 BKP
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123fractures following augmentation by vertebral body stent-
ing compared to balloon kyphoplasty.
The most important ﬁnding of this study was the sig-
niﬁcantly lower height loss after balloon deﬂation when
using VBS. A complete reduction of the fractured vertebral
body height was achieved with both systems upon maxi-
mum balloon inﬂation. However, because of the intra-
operative load-bearing capability of the stent, during VBS,
there is a signiﬁcantly higher preservation of initially
gained height, as well as kyphotic angular changes of the
vertebrae; the stent substantially retains the size of the
created cavity inside the vertebra after balloon deﬂation.
For VBS, the comparatively small anterior height loss after
deﬂation to re-alignment height can be mainly attributed to
the elastic recoil of the stent after balloon deﬂation,
whereas, for BKP, this loss is much larger and is due to the
absence of load-bearing means within the created cavity
after balloon deﬂation and before cement injection and
hardening.
To date, it could not yet be established with certainty,
that height gain and improved re-alignment are clinically
relevant. There is still a lack of randomized trials focussing
on long-term results in vertebroplasty versus BKP and
showing a signiﬁcantly better outcome due to restored
spinal alignment. Even a metaanalysis of 69 clinical studies
by Hulme et al. has not shown a difference between ver-
tebroplasty and BKP outcomes in the parameters pain
relief, physical function, quality of life and adjacent frac-
tures [12]. However, a biomechanical study of Rohlmann
et al. [19] showed that the anterior shift of the upper body
is the dominant factor in adjacent vertebral fractures. The
advantage of BKP compared to vertebroplasty found in this
study was apparent only if nearly full fracture reduction
was achieved [19]. These data suggest that the difference in
height gain between VBS and BKP can be clinically
relevant.
In contrast to previous studies vertebrae were subjected
to cyclic sinusoidal loading [8, 22]. The cyclic loading tests
were performed to simulate short and mid-term in vivo
performance of the materials. According to the study of
Wilke et al. [24], the upper load was deﬁned at 2,000 N
and the lower load at 200 N. These test conditions should
correspond to loading during activities of daily living. For
our study, a ﬁxed amount of cycles (10,000) was used,
although we are aware that in vivo long-term cyclic load-
ing conditions cannot be achieved due to rapid degradation
of the biological material. Hysteresis demonstrated no
signiﬁcant differences between the groups with regard to
the plastic deformation of the vertebrae. This demonstrates
the stabilizing effect of material injection in both groups.






















BKP 19.7 ± 2.6 3.9 ± 1.2 2.2 ± 1.1 1.6 ± 0.6 10.2 ± 6.0 5.2 ± 3.3 3.1 ± 3.0 1.9 ± 1.9
VBS 19.4 ± 2.2 3.3 ± 1.8 0.7 ± 0.7* 2.6 ± 0.4* 10.1 ± 4.0 4.8 ± 2.3 0.9 ± 1.2* 4.0 ± 2.4*
Data are given as mean ± SD. ANOVA, post hoc comparison
* p\0.05 BKP
Fig. 4 BKP-representative (a–
c) and VBS-representative (d–f)
lateral ﬂuoroscopic images
during vertebra augmentation
under a constant preload of
110 N. a, d After fracture
generation and before reduction;
b, e after full balloon inﬂation;
c, f after balloon deﬂation and
removal
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123The examinations of static testing were carried out in
correspondence to the criteria by Belkoff et al. and Heini
et al. [2, 8]. In concordance with these authors, we found a
signiﬁcant difference in maximum failure load and a
decreased stiffness between augmented and non-aug-
mented vertebrae but no signiﬁcant differences between
VBS and BKP. However, there was a tendency of increased
relative failure load by VBS. Signiﬁcant differences in the
ﬁlling degree of vertebrae could not be found between the
groups (Table 1). Typically, in both groups, the main
volume of material was located in two blocks near the
sagittal line in the centre of the vertebra. There was no
increase in stiffness seen in VBS and there were no dif-
ferences in elastic deformation between both groups.
This biomechanical study, like others, was limited by
the used fracture model and due to the experimental situ-
ation deviant from clinical reality. Inter- and intra-indi-
vidual differences of the used spines where reduced by
matching the vertebrae in pairs. However, the standardized
distribution of VBS to the cranial and BKP to the caudal
vertebra may have led to slightly increased absolute failure
loads in BKP (Table 1). Nevertheless, this ﬁxed protocol
had no inﬂuence on the results of the reduction test and
alterations between preoperative and postoperative
biomechanical data. The instrumentation and augmentation
of a single fractured vertebra, isolated from all soft tissue,
is not similar to the clinical situation. However, the used
preload of 110 N is comparable to the load ratio in prone
position [2, 20, 24].
Conclusion
This in vitro study demonstrates that VBS is an innovative
procedure which allows the possibly complete reduction of
vertebral compression fractures due to the speciﬁc
mechanical properties of an implanted permanent
expandable stent. The height loss during reduction after
balloon tamp deﬂation seen in BKP is signiﬁcantly
decreased following VBS, offering a promising new option
for minimum invasive vertebral augmentation. However,
the true value of this treatment must be shown in clinical
trials.
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